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Sampling Accuracy 

Standards (i.e., premixed gas samples at verified concentrations) were purchased at concentrations 
of 1, 100,500 and 1,000 ppm. These standard gasses were analyzed before analysis of each set of vapor 
samples from the vadose zone at the Subsurface Disposal Area to quantify and validate instrument 
performance. Table B-1 and Figures B-1, B-2, B-3, B-4, and B-5 illustrate the accuracy of the Briiel and 
Kjzr photoacoustic gas analyzer during the year-end 2002 operational period. 
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